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Introduction
Hyperthermia based therapies are medical practices that consists of rising the temperature of living tissue above the physiological values. They are useful for cancer treatment (i) to damage and kill cancer cells (thermo-ablation), (ii) to change their sensitivity to radiation or drugs (thermo-sensitization) or to (iii) induce local drug release from thermo-sensitive vehicles. As hyperthermia could be performed locally, therapy essentially affects the targeted tumor avoiding damage to surrounding tissues and limiting systemic effects [1, 2] . Photons (Laser), microwaves, radio-frequency or focused ultrasound are energy sources used for local hyperthermia. Magnetic nanoparticles that release heat while activated in an alternating magnetic field have also been proposed to induce tumor hyperthermia [3, 4] . Such magnetically activated nanoparticles have been shown to enhance efficacy of radiotherapy and chemotherapy against cancer [5, 6] . This approach passed a phase II clinical trial in conjunction with conventional radiotherapy [7] and is authorized for cancer treatment since 2011.
To further assess the potential of magnetic nanoparticles for magnetic hyperthermia, accurate measurement of their heat dissipation rate is necessary. In other words, their specific absorption rate (SAR), which corresponds to the absorbed energy per unit of mass of nanoparticle, has to be determined. This parameter, is quite dependent on magnetic field frequency and intensity as well as on nanoparticle size, shape, material, agglomeration rate and dispersion media [8, 9, 10] .
At the present, mainly calorimetric methods [8, 10, 11, 12] are used to measure SAR values of magnetic nanoparticles. For nanoparticles dispersed in a fluid medium, the specific absorption rate is obtained experimentally by the following formula [13] :
where m d and C p,d are the mass and heat capacity of the dispersion medium respectively while m N P is the mass of nanoparticles. However, there are many factors that affect the accuracy of calorimetric methods [13, 14] . For samples with high absorption power, fast heating causes large temperature gradients into the sample and thus, the recorded SAR can be very dependent on temperature sensor positioning [13] . The method and time interval used to determine initial temperature slope in eq. (1) also adds uncertainties [13] .
In addition, thermal losses also cause under-estimating the SAR value, thus properly designed adiabatic conditions for the experiment are needed [15] . Therefore the volume and geometry of the sample are important to specify, for reasons related to the homogeneity of the applied magnetic field and to the surfaceto-volume ratio, determining the heat transfers. SAR measurements by calorimetry are indeed based on the measurement of the maximum slope of the temperature increase, eq. (1), but the extension of the linear regime is always limited (except for ideal adiabatic conditions) by a plateau value ∆T max , after a duration that increases with the sample volume. This maximum temperature increment that can be reached by magnetic field hyperthermia (MFH ) directly depends on the surface area of the sample, as demonstrated by the square dependence with diameter on magnetic droplets in a microfluidic circuit [16] .
In order to find a more accurate method to obtain the SAR of magnetic nanoparticles, different ways are proposed in the literature. Ahrentorp et al [17] obtained SAR values by combining AC magnetic susceptibility and static magnetization curves. Also, methods based on Faraday's law of induction to obtain the dynamic magnetization, M (t), are proposed. Cobos et al. [18] measured the power dissipated by the nanoparticles through the determination of their in-quadrature magnetic moment. In other works, however, the SAR was obtained directly from AC hysteresis loops area in a small [19] and large [20, 21, 22, 23] [25] . Compared to other syntheses at high temperature in non-aqueous media, the co-precipitation route has the advantage of providing large quantity (hundreds of g) but the drawback of a very large size-dispersity (typically from 5 to 20 nm). Therefore a size-grading method based on successive phase separation by adding electrolyte in excess was applied [26] . Briefly, after synthesis the maghemite nanoparticles are dispersed in water in a nitric acidic medium (pH ∼ 2). Their dipolar attractions (Van der Waals and magnetic) are counterbalanced by electrostatic (double-layer) repulsion arising from the cationic charges at their surface. The addition of an excess of HNO 3 (pH ∼ 0.7-0.8) causes the screening of the charges and the destabilization of the suspension into two phases, respectively concentrated ("liquid-like") and diluted ("gas-like"). After magnetic sedimentation, the concentrated phase (C) is separated from the dilute supernatant (S), that is enriched in nanoparticles of smaller diameters (on the contrary, the C phase is enriched with the larger diameters). The process is repeated to isolate different fractions with much narrower size distribution than the initial suspension. In this work we need nanoparticles of the largest possible diameters to achieve a high SAR value, thus we study the C 1 C 2 C 3 fraction (after three separation steps). The exact procedure of phase separation and washing steps is detailed in the supporting information of several references [27, 28] .
The weight concentration of this C 1 C 2 C 3 fraction is c 0 = 99 g.L -1 = 9.9 ×10 4 g.m -3 as measured by magnetometry ( Fig. 2.1 ) and UV-Vis spectroscopy (Fig. 2) . It was diluted 3 times (c= 33 g.L -1 ) to perform both the calorimetry and dynamic hysteresis measurements. The accurate determination of concentration of iron oxide in the suspension is a pre-requisite for a proper SAR measurement. Regarding colloidal stability, the hydrodynamic diameter of the C 1 C 2 C 3 fraction diluted 400 times in HNO 3 at pH ∼ 2 is 32 ± 0.8 nm (from 5 successive measurements by dynamic light scattering at 90
• C with a NanoZS90 instrument, Malvern, UK), with a low polydispersity index (PDI = 0.137). These nanoparticles are thus perfectly stable, as expected from the electrostatic repulsions created by their positive surfaces charges in acidic medium. It is in this diluted state that the iron oxide concentration was checked by a non destructive method consisting in recording the whole UV-Vis absorption spectrum from 240 to 800 nm and comparing it to a calibration curve derived from standards [29] . 
Description of the AC magnetometer
The AC magnetic field is generated by an air-coil connected in parallel with a resonant circuit fed by a linear power amplifier [30] . The system that acquires the dynamic magnetization of the sample, M (t), consists of tree pickup coils (see figure 3) . Inside the air-coil, two concentric and oppositely wounded pickup coils connected in series are placed, one on top of the other (coils 1 and 2 in figure 3 ). The upper coil surrounds the sample holder located in the center of the coil and the lower one, called compensation coil, is located in such a way that without any sample in the sample-holder, the induced voltage is minimal. The third pickup coil, placed outside the air-coil, measures the applied magnetic field intensity and phase (coil 3 in figure 3 ). It has been checked that the signal induced in this coil is exactly in phase with the magnetic field intensity applied to the sample for all frequencies. The magnetization M (t) is obtained by:
where f is the magnetic field frequency and ξ a coupling constant calculated numerically from the setup geometry. The signal V (t) induced by the sample into the pick-up coils is recorded by a data acquisition system and sent to a PC.
Temperature of the sample is recorded by a fiber optic thermometer insensitive to RF magnetic fields with a narrow tip of 0.4 mm (Opsens, Qubec, QC, Canada). In order to avoid thermal dilatation and minimize heat flow out of the sample, the sample-holder is made of ceramic material.
The sample holder is cylindrical with a volume of 1.5 mL and aspect ratio L/d of 3 (this parameter is important to specify both for the surface area and the demagnetization factor of the magnetized sample). Due to the lack of perfect symmetry of the two pick-up coils connected in series, a non-zero voltage is recorded even when there is no magnetic sample. To calibrate it, the induced voltage magnitude and phase in the absence of the sample are stored. Then, these values are used to vectorially compensate the signal measured when the sample is present. As it can be appreciated on the AC hysteresis loops present in figure   4 , the magnetization curves at different applied magnetic field intensities do not cross each other, which confirms the correct compensation.
At high frequencies (above 250 kHz), the contribution of higher order harmonics generated by the power amplifier that feeds the system, tend to distort the AC hysteresis loops. In order to increase the maximum operational frequency, a spectral Fourier analysis of the signal is preformed in the calibration step (with no sample) to measure the distribution of non-desired harmonics. Next, the high frequency harmonic contribution is removed from each measurement. This is an essential point in order to get reliable measurements up to 1 MHz.
SAR measurements
The power volume density P vd and SAR are obtained from the following equations:
where M t is the instantaneous magnetization (A.m -1 ) at time t, H t the field intensity (A.m -1 ) at time t, f (Hz) the applied magnetic field frequency and c (kg.m -3 ) the nanoparticle weight concentration of iron oxide in the dispersing medium of volume V d . In equations (3) and (4) used). The integration is done over a period of the oscillating magnetic field, T = 2π/f .
To obtain the SAR values from the calorimetric method, equation (1) has been also used, for comparison.
The specific heat capacity of water has been assumed to be 4.18 J.g -1 K -1 . To obtain the initial temperature slope in eq. (1), the temperature evolution curve has been fitted to a second order polynomial law [13] , eq.
(5), and to an exponential relaxation law [19] , eq. (6). Here we aim at comparing both methods with two different measurement time intervals: T meas = 6 and 12 seconds (defined as the total duration of the applied magnetic field). In addition, the maximum derivative of temperature over time along the measurement period has been taken as initial slope of the curve, eq. (7), too.
3. Result and Discussions respectively. The deviation between calorimetry and AC susceptometry for the larger field value in this previous work [17] is likely ascribed to the use of eq. (4) in a linearized form (with some correction factor), introducing the susceptibility χ" = M t /H t . Here we compute the whole integral on a field period T without simplification, therefore our setup can be named "AC magnetometer" rather than "AC susceptometer".
SAR measurement
For applied magnetic field frequencies of 70, 394, 785, 958 kHz and intensities of 11 and 24 kA·m −1 , SAR has been measured by both calorimetry and AC magnetometry. To obtain the initial time slope in eq. (1), the different three procedures described in the previous section are used. Table 1 As it can be observed in both calorimetry and AC magnetometry differ the less (below 6%). When the temperature measurement time interval is 6 seconds, however, the obtained SAR 2poly and SAR expo values are smaller than SAR area .
On the other hand, when the maximum time derivative is taken SAR DT max values are larger. Figure 6 , represents the temperature evolution of the sample after the magnetic field is switched on for different measured P vd . As it can be observed, when P vd is 5.38 and 6.8 W.cm -3 , the temperature initially rises slowly and after 0.5 seconds, it starts to increase rapidly. Similar behaviour can be found in Wang et al. [13] but 5 second after the field is applied. Therefore, when a small temperature measurement time interval is considered, the obtained initial temperature slope in eq. (1) can be underestimated due to this phenomenon that can be ascribed to thermal inertia of the measuring system.
When P vd is below 1 W.cm -3 , however, the difference between both methods increases up to 80% (see figure 5 ). In this case, however, calorimetric methods are less accurate due to the heat flux coming out the sample holder. As it can be observed in figure 6 , the temperature increase is very small when P vd is 0.27 W.cm 
Conclusions
This paper presents an AC magnetometer built to measure dynamic hysteresis cycles of magnetic To check the method, the SAR of the same sample has been measured also by calorimetric methods.
In general, the values obtained by both types of methods are similar within an error of 12%. However the values obtained by calorimetry depend on the curve fitting procedure to obtain the initial time slope in eq.
(1). The uncertainties arise from non-linearity in the initial temperature evolution curve (see figure 6 ). On the other hand, when the dissipated power density P vd is too small (be it from a not optimal frequency or a too low concentration) the non-adiabatic behaviour of the sample holder increases the differences between calorimetric methods.
Due to a smaller measurement uncertainty, AC magnetometry results in a more accurate and direct method to measure SAR values of nanoparticle dispersions than calorimetric methods. This advantage is true for applied magnetic field frequencies from 50 kHz to 1 MHz and intensities up to 24 kA.m -1 . Moreover, the time required in the measurement process is shorter because a previous thermalization is not required.
